Apparent accommodation in pseudophakic eyes.
The so-called apparent accommodation has been measured in patients implanted with anterior chamber, iris support and posterior chamber IOLs. The data have been related to pupillary diameter and anterior chamber depth in order to explain the actual possibility of a near vision with optical correction only for distance.